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Supplementary Table 1. Patient information, recording details and classifier performance. UPDRS: Unified Parkinson’s Disease Rating Scale; DBS: deep brain stimulation; STN: subthalamic nucleus; R: right; L: left; SG: St. George’s Hospital; K: King’s College Hospital; Medt: Medtronic; Boston: Boston Scientific; PRKN mut: heterozygous PRKN mutation.
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Patient 
# 



(Hospital)



Gender
(m/f)



Age
(yr)



Disease
Duration 



(yr)



UPDRS-III 
OFF meds
(pre-OP)



UPDRS-
III ON 
meds



(pre-OP)



Predominant
Symptoms



Time of
Recording
(days post-



OP)



DBS
system



STN 
tested
(R/L)



Duration 
sleep 



recording



Best ERNA Classification 
Accuracy (AUC)



Best Spectral 
Classification Accuracy 



(AUC)



Best Overall Classification 
Accuracy (AUC)



1 (SG) m 69 30 37 31 tremor 
(PRKN mut) 4 Boston dir R 1 h 31 min 56 sec WS1: 87.35 (93.10) SVC



WS10: 95.35 (98.23) LR
WS1: 83.88 (85.43) LR



WS10: 84.98 (86.07) LR
WS1: 93.22 (98.04) LR



WS10: 96.94 (99.05) LR
2 (K) f 67 12 57 9 tremor 4 Medt SenSight L 32 min 58 sec N/A N/A N/A
3 (K) m 62 12 53 12 tremor 6 Medt SenSight L 9 min 51 sec 97.69 (99.76) LR 90.19 (96.31) RF 99.23 (100) LR
4 (K) m 54 15 62 23 tremor 6 Medt SenSight R 10 min 0 sec 90 (100) SVC 90 (100) SVC 90 (100) LR
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1 (SG) m 69 30 37 31

tremor 

(PRKN mut)

4 Boston dir R 1 h 31 min 56 sec

WS1: 87.35 (93.10) SVC

WS10: 95.35 (98.23) LR

WS1: 83.88 (85.43) LR

WS10: 84.98 (86.07) LR

WS1: 93.22 (98.04) LR

WS10: 96.94 (99.05) LR

2 (K) f 67 12 57 9 tremor 4 Medt SenSight L 32 min 58 sec N/A N/A N/A

3 (K) m 62 12 53 12 tremor 6 Medt SenSight L 9 min 51 sec 97.69 (99.76) LR 90.19 (96.31) RF 99.23 (100) LR

4 (K) m 54 15 62 23 tremor 6 Medt SenSight R 10 min 0 sec 90 (100) SVC 90 (100) SVC 90 (100) LR


